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(7) When using over 90 kV., a suitable
grid or other means of reducing scat-
tered radiation shall be used;

(8) The geometry of the radiographic
system shall insure that the central
axis (ray) of the primary beam is per-
pendicular to the plane of the film sur-
face and impinges on the center of the
film;

(9) A formal quality assurance pro-
gram shall be established at each facil-
ity.

(i) Radiographic processing:
(1) Either automatic or manual film

processing is acceptable. A constant
time-temperature technique shall be
meticulously employed for manual
processing.

(2) If mineral or other impurities in
the processing water introduce dif-
ficulty in obtaining a high-quality
roentgenogram, a suitable filter or pu-
rification system shall be used.

(j) Before the miner is advised that
the examination is concluded, the
roentgenogram shall be processed and
inspected and accepted for quality by
the physician, or if the physician is not
available, acceptance may be made by
the radiologic technologist. In a case of
a substandard roentgenogram, another
shall be immediately made. All sub-
standard roentgenograms shall be
clearly marked as rejected and prompt-
ly sent to ALOSH for disposal.

(k) An electric power supply shall be
used which complies with the voltage,
current, and regulation specified by the
manufacturer of the machine.

(l) A densitometric test object may
be required on each roentgenogram for
an objective evaluation of film quality
at the discretion of ALOSH.

(m) Each roentgenogram made here-
under shall be permanently and legibly
marked with the name and address or
ALOSH approval number of the facility
at which it is made, the social security
number of the miner, and the date of
the roentgenogram. No other identi-
fying markings shall be recorded on
the roentgenogram.

[43 FR 33715, Aug. 1, 1978, as amended at 52
FR 7866, Mar. 13, 1987]

§ 37.42 Approval of roentgenographic
facilities.

(a) Approval of roentgenographic fa-
cilities given prior to January 1, 1976,

shall terminate upon August 1, 1978 un-
less each of the following conditions
have been met:

(1) The facility must verify that it
still meets the requirements set forth
in the regulations for the second round
of roentgenographic examinations (38
FR 20076) and it has not changed equip-
ment since it was approved by NIOSH.

(2) From July 27, 1973, to January 1,
1976, the facility submitted to ALOSH
at least 50 roentgenograms which were
interpreted by one or more ‘‘B’’ readers
not employed by the facility who found
no more than 5 percent of all the roent-
genograms unreadable.

(b) Other facilities will be eligible to
participate in this program when they
demonstrate their ability to make high
quality diagnostic chest roentgeno-
grams by submitting to ALOSH six or
more sample chest roentgenograms
made and processed at the applicant fa-
cility and which are of acceptable qual-
ity to the Panel of ‘‘B’’ readers. Appli-
cants shall also submit a roentgeno-
gram of a plastic step-wedge object
(available on loan from ALOSH) which
was made and processed at the same
time with the same technique as the
roentgenograms submitted and proc-
essed at the facility for which approval
is sought. At least one chest roent-
genogram and one test object roent-
genogram shall have been made with
each unit to be used hereunder. All
roentgenograms shall have been made
within 15 calendar days prior to sub-
mission and shall be marked to iden-
tify the facility where each roentgeno-
gram was made, the X-ray machine
used, and the date each was made. The
chest roentgenograms will be returned
and may be the same roentgenograms
submitted pursuant to § 37.51.

NOTE: The plastic step-wedge object is de-
scribed in an article by E. Dale Trout and
John P. Kelley appearing in ‘‘The American
Journal of Roentgenology, Radium Therapy
and Nuclear Medicine,’’ Vol. 117, No. 4, April
1973.

(c) Each roentgenographic facility
submitting chest roentgenograms for
approval under this section shall com-
plete and include an X-ray facility doc-
ument describing each X-ray unit to be
used to make chest roentgenograms
under the act. The form shall include:
(1) The date of the last radiation safety
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inspection by an appropriate licensing
agency or, if no such agency exists, by
a qualified expert as defined in NCRP
Report No. 33 (see § 37.43); (2) the defi-
ciencies found; (3) a statement that all
the deficiencies have been corrected;
and (4) the date of acquisition of the X-
ray unit. To be acceptable, the radi-
ation safety inspection shall have been
made within 1 year preceding the date
of application.

(d) Roentgenograms submitted with
applications for approval under this
section will be evaluated by the panel
of ‘‘B’’ Readers or by a qualified radio-
logical physicist or consultant. Appli-
cants will be advised of any reasons for
denial of approval.

(e) ALOSH or its representatives may
make a physical inspection of the ap-
plicant’s facility and any approved
roentgenographic facility at any rea-
sonable time to determine if the re-
quirements of this subpart are being
met.

(f) ALOSH may require a facility pe-
riodically to resubmit roentgenograms
of a plastic step-wedge object, sample
roentgenograms, or a
Roentgenographic Facility Document
for quality control purposes. Approvals
granted hereunder may be suspended or
withdrawn by notice in writing when in
the opinion of ALOSH the quality of
roentgenograms or information sub-
mitted under this section warrants
such action. A copy of a notice with-
drawing approval will be sent to each
operator who has listed the facility as
its facility for giving chest roentgeno-
grams and shall be displayed on the
mine bulletin board adjacent to the op-
erator’s approved plan. The approved
plan will be reevaluated by ALOSH in
light of this change.

[43 FR 33715, Aug. 1, 1978; 43 FR 38830, Aug. 31,
1978]

§ 37.43 Protection against radiation
emitted by roentgenographic equip-
ment.

Except as otherwise specified in
§ 37.41, roentgenographic equipment, its
use and the facilities (including mobile
facilities) in which such equipment is
used, shall conform to applicable State
and Federal regulations (See 21 CFR
part 1000). Where no applicable regula-
tions exist, roentgenographic equip-

ment, its use and the facilities (includ-
ing mobile facilities) in which such
equipment is used shall conform to the
recommendations of the National
Council on Radiation Protection and
Measurements in NCRP Report No. 33
‘‘Medical X-ray and Gamma-Ray Pro-
tection for Energies up to 10 MeV—
Equipment Design and Use’’ (issued
February 1, 1968), in NCRP Report No.
48, ‘‘Medical Radiation Protection for
Medical and Allied Health Personnel’’
(issued August 1, 1976), and in NCRP
Report No. 49, ‘‘Structural Shielding
Design and Evaluation for Medical Use
of X-rays and Gamma Rays of up to 10
MeV’’ (issued September 15, 1976).
These documents are hereby incor-
porated by reference and made a part
of this subpart. These documents are
available for examination at ALOSH,
944 Chestnut Ridge Road, Morgantown,
WV 26505, and at the National Institute
for Occupational Safety and Health,
5600 Fishers Lane, Rockville, MD 20857.
Copies of NCRP Reports Nos. 33, 48, and
49 may be purchased for $3, $4.50, and
$3.50 each, respectively, from NCRP
Publications, P.O. Box 30175, Wash-
ington, DC 20014.

SPECIFICATIONS FOR INTERPRETATION,
CLASSIFICATION, AND SUBMISSION OF

CHEST ROENTGENOGRAMS

§ 37.50 Interpreting and classifying
chest roentgenograms.

(a) Chest roentgenograms shall be in-
terpreted and classified in accordance
with the ILO Classification system and
recorded on a Roentgenographic Inter-
pretation Form (Form CDC/NIOSH
(M)2.8).

(b) Roentgenograms shall be inter-
preted and classified only by a physi-
cian who regularly reads chest roent-
genograms and who has demonstrated
proficiency in classifying the
pneumoconioses in accordance with
§ 37.51.

(c) All interpreters, whenever inter-
preting chest roentgenograms made
under the Act, shall have immediately
available for reference a complete set
of the ILO International Classification
of Radiographs for Pneumoconioses,
1980.
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